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Abstract

Raman lidar is a leading candidate for providing the detailed
space- and time-resolved measurements of water vapor needed by
a variety of atmospheric studies. Simultaneous measurements of
atmospheric water vapor are described using two collocated Raman
lidar systems. These lidar systems, developed atthe NASA/Goddard
Space Flight Center and Sandia National Laboratories, acquired
approximately 12 hours of simultaneous water vapor data during
three nights in November 1992 while the systems were collocated at
the Goddard Space Flight Center. Althoughthese lidar systems differ
substantially in their design, measured water vapor profiles agreed
within 0.15 gkg~" between altitudes of 1 and 5 km. Comparisons with
coincident radiosondes showed all instruments agreed within 0.2 g
kg~ in this same altitude range. Both lidars also clearly showed the
advection of water vapor in the middle troposphere and the pro-
nounced increase in water vapor in the nocturnaiboundary layerthat
occurred during one night.

1. Introduction

Detailed measurements of the distribution of water
vapor in the atmosphere are needed for a variety of
scientific inquiries, including global climate change
and related issues in radiative processes [water vapor
is the major greenhouse gas in the atmosphere
(Twomey 1991)], and studies of a variety of atmo-
spheric processes such as cloud formation and atmo-
spheric circulation. The Raman lidar is a leading
candidate for an instrument capable of the detailed
time- and space-resolved measurements required by
these and other studies. We describe simultaneous
nighttime measurements of water vapor profiles using
two collocated Raman lidar systems. We believe that
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this is the first detailed intercomparison of chemical
species measurements performed using muitiple
Raman lidar systems, and that the agreement be-
tween measurements made using the two indepen-
dent systems provides a striking example of the
capability of the Raman lidar technique.

Raman lidar operates by sending out a laser pulse
and recording the atmospherically backscattered re-
turn signal as a function of time to provide range
information. The return signal consists of an elastically
scattered part that is useful for profiling cloud heights,
aerosols, and the planetary boundary layer, and
inelastically scattered parts that provide chemically
specific profiles such as water vapor. The inelastic
scattering utilized here is the result of the rotational—
vibrational Raman effect that shifts the incident wave-
length by a frequency characteristic of the molecule
(3652 cm-! for water vapor and 2331 cm™' for molecu-
lar nitrogen). Simultaneous measurement and subse-
quent ratioing of the water vapor and nitrogen Raman
signals provides a quantitative measurement of the
water vapor mixing ratio (grams of water vapor per
kilogram of dry air), as first demonstrated by Melfi et
al. (1969) and by Cooney (1970). The capabilities of
Raman lidar systems have steadily improved by tak-
ing advantage of technological advances, particularly
those in laser systems (Melfi and Whiteman 1985;
Melfi et al. 1989; Ansmann et al. 1992).

Throughout the development of Raman lidar sys-
tems, the performance of these systems has normally
been assessed by using radiosondes as a “standard”
for comparison. Unfortunately, radiosonde packages
are by no means ideal standards, showing significant
variability among different types of radiosonde humid-
ity sensors at cold temperatures as well as different
reporting procedures at low relative humidities
(Schmidlin 1989). An additional difficulty is introduced
by the fact that balloon-borne packages foliow local
winds as they ascend; thus, the laser beam and the
radiosonde package do not necessarily sample the
same portion of the atmosphere.
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Inthis study, we avoid the major limitations inherent
in lidar-radiosonde comparisons by directly compar-
ing water vapor profiles measured using two collo-
cated Raman lidar systems. Although radiosonde
measurements are required to derive a single calibra-
tion constant for each lidar system, all other aspects
of this comparison rely only on the lidar measure-
ments and are not limited by the characteristics of
otherinstrumentation in evaluating the performance of
the Raman lidars themselves. In particular, this form
of comparison provides unambiguous information on
the precision (but not absolute accuracy) of Raman
lidar systems.

2. Raman lidar systems

The Raman lidar systems used in this inter-
comparison were developed at the NASA/Goddard
Space Flight Center and at Sandia National Laborato-
ries (referred to henceforth simply as the Goddard and
Sandia lidars). The Goddard lidar is the latest in a
series of instruments developed over the past 12
years; the current version was first fielded at the
SPECTRE/FIRE campaignin the fall of 1991 (Melfiet al.
1992a; Melfi et al. 1992b), and its performance has
been evaluated carefully since that time. The Sandia
lidar was constructed during 1992, and the full system

...we avoid the major limitations inherent in
lidar-radiosonde comparisons by directly
paring water vapor profiles measured
ing two collocated Raman lidar systems.

became operational in October 1992, just before the
intercomparison described here.

The Goddard and Sandia lidars share many char-
acteristics. The systems are housed in two mobile
semitrailers each, one trailer serving as a mobile
laboratory and the other as a support vehicle provid-
ing a data acquisition/analysis area. Both systems
employ high average power, high repetition rate
excimer lasers as light sources, and have identical
telescopes as the primary element of the receiver
subsystems. The major differences are in the laser
sources and in the design of the optical elements
located after the receiving telescope. The Goddard
lidar uses an excimer laser configured with unstable
resonator optics, operated at 351 nm during the
nighttime and at 248 nm during the daytime (solar-
blind operation). The system has a single adjustable
field of view (FOV) and two complete sets of optics,
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one for each operating wavelength. Each set in turn
has high- and low-sensitivity channels to provide
extended dynamic range for each detection wave-
length, with photon counting used in all channels. The
Sandia lidar uses an injection-seeded excimer laser
to provide a beam with reduced divergence and
spectral bandwidth, operated at 308 nm during both
nighttime and daytime. The system operates in a
dual-FOV configuration for enhanced daytime capa-
bilities. Enhanced dynamic range, for daytime opera-
tion in particular, is provided by using photon counting
in the narrow FOV channel and analog-to-digital
conversion in the wide FOV channel. The character-
istics of the systems are summarized in Table 1.

The ratio of the Raman lidar water vapor signal to
the nitrogen signal provides a direct relative measure-
ment of water vapor mixing ratio as a function of
altitude, requiring only a small correction for differen-
tial attenuation at the two return wavelengths
(Whiteman etal. 1992). At the beginning of each night,
we acquire a separate vertical profile of nitrogen
Raman scattering in the water vapor channel by
replacing the water vapor interference filter by the
nitrogen interference filter. This profile is used for two
purposes (Whiteman et al. 1992). By comparing its
strength with a profile observed in the nitrogen chan-
nel, we obtain a calibration constant that can be
maintained from night to night to correct for detector-
channel-specific variations in sensitivity. In
addition, the profile is used to correct for
small differences in the overlap functions of
the water vapor and nitrogen channels for
ranges of less than ~1 km, for which the
laser beam and the receiver field of view
have only partial overlap. This procedure
makes it possible to perform quantitative
measurements starting very near ground
level. We also note that relative humidity must be
derived from the mixing ratio measurement using a
collocated temperature profile measured indepen-
dently (typically by a radiosonde). For this reason, with
the exception of onefigure, all results willbe presented
as mixing ratios in units of grams of water vapor per
kilogram of dry air.

In order to provide absolute values for the mixing
ratio, a single calibration constant must be obtained
for the system. One approach for establishing this
value is to determine the relative sensitivities of the
two channels using radiometric calibration techniques;
this approach has been found to provide calibration
values with a precision of 12% (Vaughan et al. 1988).
A second approach, and the one we use, is to perform
critical comparisons of coincident lidar and radio-
sonde measurements and to determine a single,
range-independent scale-factor calibration constant
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TabLE 1. Lidar characteristics (showing nighttime configuration of the Goddard system).

Subsystem Characteristic Sandia Goddard
Transmitter Laser XeCl Excimer XeF Excimer
Wavelength 308 nm (XeCl) 351 nm (XeF)
Energy/pulse 90mJ 45mJd
Repetitionrate 200 Hz 400 Hz
Bandwidth 3pm Three lines*
Divergence ~0.2mr ~0.5mr
Receiver Configuration Dall-Kirkham Dall-Kirkham
Diameter 0.76 m 0.76 m
fnumber 45 45
Scanning Zenith, 180° scan,
horizontal only vertical plane
Channel 0.4nm 6-9nm
bandpass
Filter 30%—35% 50%—60%
transmission
Field of view Dual Adjustable
(0.4 mr, 4 mr) {0.5~-3.0mr)
Ranges 2 (narrow, 2 (low,
wide fov) high sensitivity)
Channels 3 4
Species Rayleigh/aerosol Rayleigh/aerosol
(308 nm) (351 nm)
Watervapor Water vapor
(347 nm) (403 nm)
Nitrogen (332 nm) Nitrogen (383 nm)
Oxygen (372 nm)
Electronics Shortrange Analog-to- Photon counting
digitai conv.
Longrange Photon counting Photon counting
Range 75 m (0.5 usec) 75 m (0.5 usec)
resolution

*Output contains three lines at 349, 351, and 353 nm (Whiteman et al. 1993).
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from the comparison. The “criti-
cal” part of the comparison in-
volves taking into account the
limitations of both the lidar (pri-
marily decreasing precision with
increasing range) and the radio-
sonde measurements (prima-
rily unreliable response in rela-
tively dry air) in order to obtain
the best calibration constant.
Repeated comparisons of the
Goddard lidar to a variety of
radiosonde packages over the
past year have demonstrated a
short-term (~1 month) reproduc-
ibility of +3% in the calibration
constant, limited largely by the
reliability of the radiosonde mea-
surements; the long-term (~1
year) stability of the calibration
constant is currently being in-
vestigated. For the purposes of
this intercomparison, a single
calibration constant was deter-
mined for each lidar system us-
ing lidar-radiosonde compari-
sons from the four radiosondes
launched during the intercom-
parison, only including radio-
sonde data below cloud base
with relative humidity > 30%.

3. Intercomparison
configuration and
meteorological
conditions

This intercomparison was per-
formed at the NASA/Goddard
Space Flight Center (GSFC) in
Greenbelt, Maryland, the home
site of one of the lidar systems.
The Sandia lidarwas operational
at this site from 28 October
through 20 November 1992 and
was located ~320 m west of,
and ~15 m lower in altitude than,
the Goddard lidar. Personnel
from the NASA Wallops Flight
Facility launched radiosondes
from a location ~370 m north-
east of the Goddard lidar. The
lidar systems were operated si-
multaneously for extended peri-

977



ods during three nights, with two radiosondes launched
during two of the nights to calibrate the lidar systems.

High pressure was located over the region on the
two nights (8-9 November and 10—11 November)
when radiosondes were launched during lidar opera-
tions. This high pressure system was centered over
Maryland at 1200 UTC 9 November and gradually
moved eastward off the coast by 1200 UTC 11 No-
vember. As the ridge drifted eastward, surface wind

The false-color time-height “images” of the water
vapor distribution displayed on the cover of this

rnal provide a striking illustration of the agree-
ment obtained using the two lidar systems.

directions shifted from northerly to southwesterly and
wind speeds increased. Temperature profiles mea-
sured by the radiosondes launched at GSFC as well
as those launched by the National Weather Service at
Dulles Airport (IAD), Washington, D.C., approximately
50 km west-southwest of GSFC indicated warm ad-
vection occurred in the 850—-600-mb layer during this
two-day time period. The 1000-500-mb layer thick-
ness increased from 5.40 km at 0000 UTC 9 Novem-
ber to 5.58 km at 1200 UTC 11 November. Water
vapor also increased during this period. The radio-
sonde and Raman lidar measurements showed sur-
face water vapor mixing ratios were generally less
than 2.5 g kg™ (60% relative humidity) during the first
night with total precipitable water of approximately 6
mm. As shown on the cover, by 0600 UTC 11 Novem-
ber, the lidars indicated surface water vapor mixing
ratios increased above 6 gkg (60% relative humidity)
with total precipitable water of approximately 18 mm.

An increase in cloud cover accompanied the in-
crease in water vapor. No clouds were observed on
the night of 8—9 November. As the high pressure ridge
moved eastward, however, thin cirrus spread over the
area on 10 November. Both lidars showed extensive
cirrus clouds at altitudes between 9 and 12 km above
GSFC during the night of 10—11 November. Late on
10 November, thin patches of altocumulus were also
observed by the lidars. These two cloud types were
distinguishable from surface visual observations at
the lidar site and from the lidar data. Because both
lidar systems also detect scattering by molecules,
aerosols, and clouds at the laser wavelength, these
two cloud types were identified using these return
signals. The cirrus clouds had much higher bases (9—
12 km vs 4 km) and much smaller scattered return
signals than did the altocumulus clouds.
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The false-color time—height “images” of the water
vapor distribution displayed on the cover of this journal
provide a striking illustration of the agreement ob-
tained using the two lidar systems. Each vertical stripe
in the images corresponds to a single profile recorded
as a one-minute average with 75-m vertical resolution;
thus, each image represents 428 independent vertical
profiles. Because clouds attenuate laser beams, it is
generally not possible to retrieve water vapor above
cloud base; the altocumulus
clouds thus appear in the water
vapor mixing ratio images as
speckled regions that appear
periodically at altitudes above 4
km. With the exception of dif-
ferences within a few hundred
meters from the ground, these
images demonstrate the excel-
lent quantitative agreement be-
tween measurements recorded with the two lidar
systems. Although not displayed here, equally striking
agreement is apparent in the images produced from
the datasets recorded on the other two nights during
which the lidar systems were operated for extended
periods.

The relatively high concentration of water vapor in
the lowest kilometer (see cover images) shows the
location of the residual mixed layer. This layer was
capped by a temperature inversion located at an
altitude of 1 km, which persisted throughout the night.
Note that both lidar systems show an increase in
moisture in this lowest layer suggesting the formation
of a shallow nocturnal boundary layer. The dry layer
between altitudes of 1 and 2 km was nearly isothermal
with a weak inversion located near 2 km. The advec-
tion of water vapor and temperature as concentrated
between altitudes of 2 and 4 km is shown in the cover
figure. A weak inversion, which gradually became
weaker after 0000 UTC, was located near the top of
this layer at 4 km. The lidar water vapor images show
the altocumulus clouds formed near this altitude.

4. Intercomparison results

Figure 1 displays comparisons of profiles recorded
by the lidar systems and the four Vaisala radiosondes
used during the intercomparison (launch times indi-
cated on the plots). The lidar profiles represent 10-min
averages started at the times that the radiosondes
were launched. To provide some feeling for what
these measurements represent in terms of relative
humidity, we have used the temperature profiles mea-
sured by the radiosondes to convert mixing ratio to
relative humidity, and we display the 0258 UTC 11
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November 1992 profiles ex-

pressed as relative humidity in
Fig. 2.

The absolute calibration con-
stants of the lidar systems were
obtained from these four radio-
sonde profiles. Although four pro-
files were used to derive the con-
stants, it should be emphasized
that asingle calibration constant
was derived for each lidar sys- [
tem and used to prepare the i
profiles shown in Fig. 1 and the

Altitude (km)
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LI IS ¢

November 9, 1992 ]
418 UT j

Altitude (km)

images displayed on the cover.
Ingeneral, the lidar profiles show
excellent agreement at all alti-
tudes except below about 1 km;
the agreement at 0419 UTC on

0.5 1.0 15 20 25

Water Vapor Mixing Ratio {g/kg)

9 November is not as good, but
is nonetheless very reasonable.
The differences at low altitudes
may be real since the lidar sys-
tems were separated by ~320m
and the Sandia system was
much nearer the Goddard cen-
tral heating and refrigeration
plant, which often emitted vis-
ible plumes of steam. However,
the fact that the Sandia mea-
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surement approaches 100%
relative humidity at ground level
(Fig. 2) is an indication that sys-
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Water Vapor Mixing Ratio (g/kg)

4 5

[——sandia Lidar

—Goddard Lidar - - - Vaisala Sonde

tematic errors in the calibration
procedure may be affecting the
short-range behavior of the
Sandia lidar system, which has
not been as extensively studied
as the Goddard lidar system.
The statistical uncertainty of
the water vapor measurements can be derived directly
from the number of photon counts recorded in the
water vapor and nitrogen detection channels during
the period of the measurement; because the water
vapor signal is much weaker than the nitrogen signal,
the uncertainty is dominated by the water vapor pho-
ton-count rate. Figure 3 displays the uncertainties for
the two lidar systems for the 10-min 0258 UTC 11
November 1992 profiles (Fig. 1). Because the Sandia
lidar uses analog-to-digital conversion methods at low
altitudes, the uncertainty is not as readily determined
in this region and is displayed only at altitudes mea-
sured by the photon-counting channels (above 2 km).
The curve for the Goddard lidar, which uses photon
counting in both low- and high-altitude channels, con-
sists of three sections: a section in which measure-
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Fic. 1. Water vapor profiles obtained at the indicated times using the Sandia and Goddard
Raman lidar systems and Vaisala radiosondes at the NASA/Goddard Space Flight Center
(Greenbelt, Maryland). The lidar profiles represent 10-min averages started atthe times that the
radiosondes were launched.

ments are made only by the low-altitude channel (0—
2 km), only by the high-altitude channel (>3 km), and
a section in which measurements made by both
channels are merged (2-3 km). Shortly after making
these measurements, we discovered two problems
with the Sandia system that decreased its sensitivity.
First, the thyratron reservoir and heater voltages of the
laser were misadjusted, causing the laser to seed
improperly a significant fraction of the time, increasing
the bandwidth and the divergence of the laser. Sec-
ond, we found that while operating with the field stop
chosen to optimize daytime performance of the sys-
tem (0.4 mrad FOV), approximately half of the signal
at altitudes > 2 km was being blocked by the field stop,
primarily because the divergence of the laser was
significantly larger than had been anticipated. The
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Fia. 2. Relative humidity profiles derived from the 10-min mixing
ratio profiles recorded at 0258 UTC on 11 November (Fig. 1) usingthe
radiosonde temperature profile.

statistical uncertainty of measurements made using
the Sandia lidar was found to match more closely that
of the Goddard lidar after these two problems were
corrected.

Raman lidar systems basically measure molecular
concentration; thus, their instrumental uncertainty as
expressed as absolute humidity (in units of mixing
ratio) is relatively insensitive to other meteorological
conditions. However, in using the lidar measurements,
the percent uncertainty in the water vapor measure-
ment is often of more interest. For the particular
conditions represented by Figs. 2 and 3, the uncer-
tainty in the humidity measurements for the Goddard
lidar, expressed either as mixing ratio or as relative
humidity, increases with altitude slowly from a few
percent at 1 km up to 5% at 6 km, and then increases
to a larger uncertainty of 20%—-30% in the range 6—7
km because of the abrupt drying of the atmosphere
above 6 km. For the configuration used in these mea-
surements, the relative uncertainty of measurements
made with the Sandia lidar was approximately double
the uncertainty of that for the Goddard lidar for the
reasons described in the previous paragraph. Be-
cause the relative uncertainty depends not only on the
lidar characteristics, but also on the humidity of the air
being observed, which can vary tremendously, values
of percent uncertainty derived for a single measure-
ment should not be considered as representative.

The differences between the water vapor mixing
ratio profiles acquired at the times of the four radio-
sonde launches were examined as a function of
altitude. Bias and root-mean-square (rms) differences
among the three sensors averaged over the fourtimes
were compared and are shown in Figs. 4 and 5,
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respectively. The lidar data used for these compari-
sons were 10-min averages with 75-m vertical resolu-
tion. Since all three sensors measured water vapor at
slightly different altitudes, the data were linearly inter-
polated to the same 75-m altitude spacing. To reduce
the statistical noise, the differences were averaged
over 1-km altitude bins. These figures generally show
excellent agreement among the sensors for altitudes
between about 1 and 5 km. Below 1 km the rms water
vapor mixing ratio differences between the Sandia
lidar and the other two sensors increased from about
0.1 to nearly 0.3 g kg™'. These differences are a
combination of both atmospheric and instrumental
effects. Above 6 km the differences among the mea-
surements increases rapidly as the noise associated
with the lidarmeasurements increases. Increasing the
averaging times or decreasing the vertical resolution
or both reduces the noise and the differences among
the instruments.

Recent interest in the effects of water vapor on
atmospheric radiative transfer has led us to examine
the ability of Raman lidar systems to measure water
vapor in the upper troposphere. Several key instru-
mental (laser power and wavelength, averaging time,
vertical resolution, photomultiplier noise) and environ-
mental factors (ambient water vapor concentration,
background skylight, atmospheric molecular and aero-
sol attenuation) that impact this ability have been
studied using simulations of and actual data from the
GSFC system. By increasing the averaging time from
one to two hours, and by degrading the vertical resolu-
tion from 75 to 300 m, water vapor retrievals from the
GSFC system have been obtained to approximately
9.5 km (~300 mb) with an estimated precision of 5%—
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Fic. 3. Statistical uncertainties of the lidar water vapor measure-
ments forthe 10-min profiles recorded at 0258 UTC on 11 November

(Fig. 1).
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over the four measurements shown in Fig. 1.

7% (Soden et al. 1993). Computer modeling has
shown that this maximum altitude can vary between
8.5 and 10 km depending primarily on the background
skylight, ambient water vapor concentration, and aero-
sol attenuation. It is worth emphasizing that the tem-
poral and spatial bins chosen for recording the data
represent the maximum resolutions that are obtained,
butthatitis straightforward to trade off reduced spatial
or temporal resolution or both to obtain improved
statistical uncertainty in this mannerat any time during
postacquisition data processing.

5. Summary and conclusions

We believe that this intercomparison provides a
clear example of the quantitative capabilities of the
Raman lidar technique for profiling atmospheric water
vapor. Previous intercomparisons have used radio-
sondes to assess the performance of such lidar sys-
tems. The poor temporal frequency of radiosondes,
differences in the atmospheric volumes sampled by
lidar and radiosondes, and variabilities within various
radiosonde packages have limited their usefulness in
assessing the performance of Raman lidar. By com-
paring the high temporal and spatial resolution water
vapor profiles measured by two collocated Raman
lidar systems, many of the aforementioned limitations
were avoided. This intercomparison found rms differ-
ences between water vapor mixing ratio profiles of
less than 0.15 g kg~ for measurements performed by
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Fia. 5. Root-mean-square differences in the water vapor mixing
ratios averaged over the four measurements shown in Fig. 1.

two lidar systems having substantial differences in
their instrumental characteristics, in particular in their
excitation wavelengths and the designs of their detec-
torpackages. Largerdifferencesin water vapor mixing
ratio profiles occurred in the lowest kilometer because
of atmospheric and instrumental effects.

Because quantitative operation of Raman lidars
has been most thoroughly developed for nighttime
operation, this intercomparison was performed at
nighttime, but we are aiso enhancing the daytime
capabiiities of these systems (Bisson and Goldsmith
1993; Whiteman et al. 1993), and we hope to perform
adaytime intercomparisonin the future. Finally, Raman
lidar systems also provide quantitative profiles of
temperature (Evans et al. 1993) and aerosol proper-
ties (Ferrare et al. 1992), suggesting future inter-
comparisons of these atmospheric characteristics as
well.
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